ESTRO 35 2016 S421 ________________________________________________________________________________ the target. Rectal retractor (RF) which main purpose is to separate the rectum from the prostate in order to decrease the rectal dose is commonly suggested to fixate the prostate [1]. In the current study the effect of RF on intra-fraction motion of the prostate was investigated using real-time electromagnetic tracking system.
Conclusion:
The use of RF increased the intra-fraction motion of the prostate on average and for most of the patients. The reason for larger motion could be increased muscular tension due to uncomfortableness of the RF and the anatomical changes that the retraction creates at the prostate-rectum surface. Our results indicate that the use of RF requires larger treatment margins or application of realtime tracking and dose gating. As the RF increases the prostate motion its use is questionable and should be evaluated against desired rectum dose sparing. Purpose or Objective: More recently, noninvasive 4D transperineal ultrasound (4D-TPUS) has been introduced in tracking interfraction, as well as intrafraction prostate motion in radiotherapy. Compared to other tracking method, the ultrasound has its own advantage in precise identification of soft tissue without invasive procedure or extra radiation dose. Several studies have reported the tracking data that confirming its accuracy in monitoring prostate motion and 4D-TPUS is nowadays gradually accepted as a monitoring option in prostate cancer radiotherapy. However, rare experience of this new technology with Asia populations has been reported. In this study, we report our clinical experience and tracking data using 4D-TPUS to monitor both inter-and intra-fraction prostate motion.
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Material and Methods:
Fifteen prostate cancer patients were enrolled in a prospective study and treated to a total dose of 76Gy in 38 fractions using IMRT. For each patient, before treatment delivery, prostates were localized using US and CBCT respectively to determine setup offsets relative to the patient skin tattoos. In the treatment protocol, adjustment of couch was guided by CBCT images. During the treatment, real-time ultrasound images were acquired and data was collected for direct monitoring of 3D motion of the prostate.
Results: A total of 221 fractions were evaluated. The means (μ) and standard deviations (SD) of inter-fraction prostate motion, as evaluated using CBCT and US, averaged from all patients and fractions, were [μ US = (4.62, 4.75, 4.37) mm, SD US = (4.21, 5.17, 5.52) mm], and [μ CBCT = (2.49, 2.26, 3.27) mm, SD CBCT = (2.15, 1.83, 2.89) mm] in the left-right, superior-inferior and anterior-posterior directions, respectively. The median (5% to 95% percentile) of 221 intrafraction prostate motions in the L−/R+, S+/I− and A+/P− were 0.1 mm (-1.13 to 1.64 mm), -0.1 mm (-1.89 to 1.90 mm), and -0.3mm (-2.88 to 1.25 mm). There were 70/221 (32%) fractions with deviation exceeded 2 mm in any direction, with an average duration of 26% of treatment time. While, there were 19/221 (8.6%) fractions with deviation exceeded 3 mm in any direction with an average duration of 6.3% of treatment time.
Conclusion: 4D-TPUS provides an accurate and noninvasive method for real-time tracking of prostate in radiation treatment. We reported the first tracking data from Asia populations. These data can help to understand the intrafraction motion of the prostate, and may allow a reduction of treatment margin. 
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Material and Methods:
We have employed a research breathing motion model and CT acquisition technique into clinical service, supporting lung cancer radiation therapy. The workflow employs 25 fast helical CT scans that are acquired using low mA, fast rotation (0.28s) and a pitch of 1.2 to scan the lungs in approximately 1 s, acquired alternately head to foot and foot to head. A breathing surrogate device, consisting of a hollow sealed bellowsshaped tube, is stretched around the abdomen. The air pressure in the tube is measured using a pressure transducer and the transducer voltage is used as the surrogate. Each slice is assigned a breathing phase according to the breathing surrogate measured at the point in time the scan was acquired. The breathing amplitude and the breathing rate define the breathing phase, allowing the model to explicitly manage breathing amplitude variations as well as breathing hysteresis. The scans are deformably registered to the first scan, arbitrarily assigned as the reference scan. The deformation vectors along with the breathing phases are coupled with a breathing motion model that linearly relates breathing motion to the amplitude and rate of breathing. The 25 scans are averaged at the reference phase geometry to reduce image noise, and the averaged scan deformed to userdefined breathing phases. For the first clinical implementation, we provide 8 static images at breathing phases corresponding to equally spaced breathing amplitude percentiles from the 5th percentile to the 95th percentile and back in equally spaced steps. The model is used to reconstruct the original 25 scans and compare the reconstructed to original scans using deformable image registration, providing a measure of model error. The clinician is provided not only the phase images for planning but estimates of the motion model error presented as colormaps of the model discrepancy.
Results:
The protocol provides artifact-free images for contouring and previous research studies have shown that the overall accuracy of the proposed workflow is approximately 2 mm, with severely irregularly breathing patients having only slightly reduced accuracy. The protocol allows the clinician, for the first time, to access quantitatively validated breathing gated CT scans that are related to the overall breathing pattern statistics and that come with accuracy estimates.
Conclusion:
While the clinical 5D protocol increases the quantitation available to clinicians, it is only the first step in the next generation of breathing motion modeling and breathing motion mitigation strategies made possible by the quantitative nature of the protocol. Further automation will enable the clinic to greatly increase the efficiency and efficacy of selecting and evaluating competing motion mitigation strategies.
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